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Uniaxial Hand-Held Dynamometer (HHD) is a low-cost device widely adopted in clinical practice to measure muscle force. HHD
measurements depend on operator’s ability and joint movements. The aim of the work is to validate the use of a commercial HHD
in both dorsiflexion and plantarflexion ankle strength measurements quantifying the effects of HHDmisplacements and unwanted
foot’s movements on the measurements. We used an optoelectronic system and a multicomponent load cell to quantify the sources
of error in the manual assessment of the ankle strength due to both the operator’s ability to hold still the HHD and the transversal
components of the exerted force that are usually neglected in clinical routine. Results showed that foot’s movements and angular
misplacements of HHDon sagittal and horizontal planes were relevant sources of inaccuracy on the strength assessment.Moreover,
ankle dorsiflexion and plantarflexion force measurements presented an inaccuracy less than 2% and higher than 10%, respectively.
In conclusion, the manual use of a uniaxial HHD is not recommended for the assessment of ankle plantarflexion strength; on
the contrary, it can be allowed asking the operator to pay strong attention to the HHD positioning in ankle dorsiflexion strength
measurements.

1. Introduction

Measurement of the maximum force that a subject can exert
during a volitional contraction is a basic clinical procedure
often conducted in clinical and rehabilitation frameworks.
It is also referred to as strength assessment [1]. Specifically,
this technique enables an easy indirect estimation of joint
moment, providing basic information about the healthiness
of tendons, ligaments, and joint stability [2]. Furthermore,
strength evaluation enables the diagnosis of weakness as a
consequence ofmuscular diseases and allows the quantitative
assessment of functional recovery in rehabilitation programs
[3–8].

As of today, a widespread and commercially available
method to measure muscle strength involves the use of the
isokinetic dynamometer [9–12]. This methodology showed a
high interrater and intrarater reliability and reproducibility
in the measurement of joint forces and torques, on subjects

of a wide age range, on both lower and upper limb [5, 9,
13, 14]. However, the isokinetic dynamometer is inherently
expensive, cumbersome, and not portable and requires a long
patient preparation time.

In clinical environments, simpler and faster methods
are often preferred to reduce both patient’s discomfort and
the examination time. Thus, the most adopted methodology
to assess strength involves the Hand-Held Dynamometer
(HHD), a low-cost, portable, and easy-to-use device. It
consists of a small and portable single-axis dynamometer
that can be held in hand by a clinician and applied on some
defined landmarks, while asking the patient to exert a force
against it [9, 14].

Despite its advantages, reports on HHD reproducibility
and repeatability were controversial [15–18]. Principal causes
of low reliability of HHD based method have been identified
in poor operators’ training and wrong patient’s positioning
[7]. In fact, HHD based method relies on operator’s strength
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and training to contrast the force exerted by the patient,
avoiding misplacements [19].

HHD strength measurements can be performed accord-
ing to two methods [19]: (i) the “make test,” in which the
examiner holds the dynamometer stable while the subject
exerts a maximal force against it, and (ii) the “break test,” in
which the examiner overcomes the maximum force exerted
by the subject, producing a small limbmovement in the oppo-
site direction of patient’s force. Both methods were proved
reliable and repeatable only if the examiner had enough force
to contrast the force exerted by the patient [19]. Other studies
provided similar results, by showing that strength mea-
surements performed through HHD are operator-depend-
ent and the “break test” requires a larger force exerted by the
examiner [20, 21]. The influence of the operator was tested
by Kim et al. [9] by comparing three setups: (i) with the
HHD fixed to the distal tibia by a Velcro strap; (ii) with
the HHD held by the operator; and, finally, (iii) with an
isokinetic dynamometer, assumed as a reference. They found
that fixed and nonfixed methods showed good interrater
reliability and the higher reliability was reached in the fixed
methods. The HHD held by the operator is the assessment
method widely adopted by clinicians as it does not require a
complex experimental setup [22].

Though strength can be assessed for all human muscles,
a particular clinical relevance is conferred to the strength of
lower limb muscles, due to the important role they play in
day-living tasks (walking, chair rise, climbing, etc.), which
may be compromised by neuromotor pathologies and aging
[13]. Among the lower limb joints, ankle deserves a special
attention, as dorsi/plantarflexion and inversion/eversion are
key movements for balance and general functional ability
[23], playing an important role in human gait. In fact, It was
observed that ankle kinetics are often affected by neuromotor
pathologies and may improve after therapies [24–27].

Several studies have been conducted to assess the validity
of HHD measurements of ankle strength. Ankle strength
of healthy subjects was measured by means of HHD and
then compared to an electromechanical dynamometer, that
is, a fixed dynamometer that allowed evaluation of isometric
force [18]. Results showed that HHD measurements were
poorly correlated to the fixed dynamometer, and statistical
differences were found between the two datasets. Researchers
attributed the results to low examiner’s strength and their
inability to position and hold the HHD steady. They con-
cluded that HHD strength measurements of the plantar
flexors should not be considered valid [18]. However, these
results were in disagreement with the results obtained by
Spink et al. [23] that found high reliability of ankle strength
measurements by means of HHD in both elder and younger
participants concluding that HHD is a valid methodology for
the evaluation of ankle strength. Hébert et al. [17] found that
among all the lower limb joints ankle plantarflexion and ankle
dorsiflexion presented the lowest reliability. Therefore, they
recommended further studies in this direction, especially
regarding the strength evaluation in children with neuromo-
tor disabilities.

From the previously cited studies, operator’s inefficiency
to hold the HHD in the right position emerged as the main

issue in HHD strength measurements related to the ankle
joint. In all the reported studies only a reliability analysis
was conducted and, to the best of the authors’ knowledge, no
studies were performed to identify and quantify the sources
of inaccuracy that occur in the assessment of ankle strength
by means of a HHD. Therefore detailed studies about the
quality of clinicalmeasurements are strongly encouraged [28]
with the purpose of establishing reliability, reproducibility,
and validity of such measurements [29].

The aim of this study was the validation of themanual use
of a commercial HHD, which is a uniaxial load cell, in the
plantarflexion and dorsiflexion ankle strength measurements
quantifying the effects of HHDmisplacements and unwanted
foot’s movements on the measurements. A validation pro-
tocol involving a motion capture system and a multiaxial
load cell was exploited tomeasure actual forces andmoments
exerted by the subject, the HHD position, and the undesired
motion of the patient’s foot.The present work took advantage
of a measurement protocol previously validated and already
applied to the analysis of knee strengthmeasurements [22, 30].

2. Materials and Methods

2.1. Subjects. Thirty healthy adult subjects (18 M, 12 F, age:
26.2 ± 2.1 years, height: 173.6 ± 7.2 cm, and weight: 68.1 ±
8.7 kg) were enrolled in the study. Participants had never
suffered from any neurological or orthopaedic disorders and
had never undergone surgery to the lower limb joints. All
the subjects were right-handed even though this was not
an inclusion criterion. Measurements were conducted at the
MARLab (Movement Analysis and Robotic Laboratory of the
Children’s Hospital Bambino Gesù).

2.2. Study Approval. This study complied with the principles
of the Declaration of Helsinki, and it was approved by the
Ethical Committee of the Children’s Hospital Bambino Gesù
in Rome.

2.3. Experimental Setup. Strength measurements were con-
ducted by means of a six-component load cell, that is, the
Gamma F/T Sensor (ATI Industrial Automation, USA). The
cell was equipped with a force-transferring aluminium layer
and a foam layer on top, designed to increase patient’s comfort
(Figure 1). The range of measurement of the load cell was
400N on the principal axis (𝑧-axis), 130N on the transversal
axes, and 10Nm for the moment on each axis. Resolution was
1/20N for the force and 1/800Nm for the moment. Weight
of the load cell was 0.255 kg, diameter 75.4mm, and height
33.3mm. In this study, we used the above-described load cell
as aHand-HeldDynamometer, namedHHD in the following.

Motion and displacements were recorded by means of an
8-camera ViconMXOptoelectronic System (OxfordMetrics,
UK), named OS in the following. Sampling frequency was set
at 200Hz.WeusedViconNexus 1.7 software (OxfordMetrics,
UK) to reconstruct markers’ trajectories. System calibration
was performed before each acquisition session, according to
manufacturer’s instruction. The overall RMS error of marker
reconstruction in three-dimensional space was ∼1mm in a
calibrated volume of about 3m × 1m × 2m.
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Figure 1: (a) The six-component HHD equipped with motion capture markers. (b) Schematics of the HHD, equipped with the contact part,
markers (in red), and the representation of local reference system.

The output signals of theHHDwere collected through the
analog input ports of the OS ensuring the synchronization
between devices.

2.4. Motion Capture Protocol. For this study, we adapted to
the ankle joint a protocol previously designed for the knee
[30].

Four markers were placed on the HHD (Figures 1(a) and
1(b)). Rigid sticks were used to avoid covering of the markers
by the operator’s hand. The central marker was placed in
the midpoint of the patient-interface area of the HHD. That
marker was needed to locate surface center with respect to
the other markers. Fourteen markers were placed on the
subject’s lower limbs (Figure 2). Landmarks were identified as
follows: lateral and medial femoral epicondyles (4 markers),
lateral and medial malleoli (4 markers), lateral shanks (2
markers), head of first metatarsal (2 markers), and head of
fifth metatarsal (2 markers).

A static trial was recorded before the measuring session
to identify the reference systems (Figure 1) and to measure
the offset signals of the HHD. In the static trial, the HHD
was placed on the floor with no load applied on it and the
subject was still in a stand-up position. During themeasuring
session, the central marker was removed and its position
was reconstructed by using a localization procedure based on
the three fixed markers [31]. We included the left leg in the
protocol design, to allow processing of strength trials in left-
handed subject.

2.5. Strength Protocol. Strength of the ankle dorsiflexor and
plantarflexor muscles has been measured by applying a
validated clinical protocol [32], consisting in a “make test”
method [19, 21]. In both ankle plantarflexion and dorsiflexion
movements, the subject was lying on the bed with ankle in
neutral position (Figure 2). HHD was placed under the foot
sole on the metatarsal region for plantarflexion testing and

on the upper metatarsal region for the dorsiflexion one. The
subjects were instructed to push against the HHD exerting
their maximum force. Strength was measured by a trained
clinician (male, height 170 cm, weight 73 kg) with a long-
term experience in strength assessment. The operator was
standing at the bottomof the bed, holding theHHDwith both
hands in order to keep it in place while he counteracted the
patient’s force to keep the foot still for about five seconds.The
participants were instructed to avoid explosive contraction
but to gradually increase force from zero to the maximum
achievable value [33].

Trials were repeated five times for both plantarflexion and
dorsiflexion with a resting time of about 30 s between trials to
avoid fatigue effects in both subject and operator.

2.6. DataAnalysis. Before the identification of local reference
frames, we defined the knee and ankle centers as the mid-
point between the two markers on epicondyles and malleoli,
respectively.

The LRS for the HHD (namely, LRSHHD) is shown in
Figure 1(b) and was defined as follows:

(i) vmkr1: virtual marker as the projection of HHD4 on
the plane defined by HHD1, HHD2, and HHD3

(ii) 𝑥HHD: unit vector from vmkr1 to HHD1
(iii) 𝑧HHD: unit vector perpendicular to the plane defined

by HHD1, HHD2, and HHD3, pointing outwards
(iv) 𝑦HHD: defined as cross product between 𝑧- and 𝑥-axes
(v) Origin: virtual marker on the line between vmkr1

and HHD4 with an offset from HHD4 equal to the
thickness of the force coupling layers.

The LRSHHD was designed in such a way that 𝑥-axis, 𝑦-axis,
and 𝑧-axis were directed as the respective internal axes of the
load cell.
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Figure 2: Graphical representation of the subject lying on the bed
in measurement position wearing the marker protocol used for the
trials.The white cube underneath the right foot represents the HHD
position.

The LRS for the foot (namely, LRSFT) was defined as fol-
lows:

(i) 𝑦FT: unit vector from ankle center to knee center
(ii) 𝑧FT: unit vector perpendicular to the plane defined

by the knee center, the ankle center, and midpoint
between markers on first and fifth metatarsal, point-
ing to lateral direction

(iii) 𝑥FT: defined as cross product between 𝑦FT- and 𝑧FT-
axes

(iv) Origin: ankle center.

The designed setup allowed estimating the following kine-
matic parameters (Figure 3):

(i) The Range of Motion (RoM) of the ankle dorsi/plan-
tarflexion angle, defined as the difference between the
maximumandminimumof anglemeasured through-
out the trial: Ankle angle was computed on the basis
of a three-point procedure between knee center, ankle
center, and the midpoint between markers on the
first and fifth metatarsal. As the ankle should ideally
remain still during the strength measurement, RoM
was assumed as a quality indicator of strength mea-
surements: a lower RoM indicates a higher quality of
the performed measurement.

Measured 
force

Lever arm

dorsi/plantarflexion 
angle

Ankle moment

Figure 3: Parameters computed for the ankle strength assessment,
lateral view.

(ii) The angles between the HHD 𝑧-axis and the trans-
verse and sagittal planes of the foot, namely, 𝐴1 and𝐴2: 𝐴1 and 𝐴2 were evaluated when the maximum
force from HHD was recorded. Their deviations, that
is, 𝛿𝐴1 and 𝛿𝐴2, from their ideal values (90∘) indicate
wrong positioning of HHD during the strength mea-
surement. In the ideal case 𝛿𝐴1 = 𝛿𝐴2 = 0∘.

The kinematic parameters were computed for both ankle
plantarflexion and dorsiflexion trials and then averaged
between the five repetitions of each subject. To assess repeata-
bility of measurements, we also computed the Coefficient of
Variation (CV) for each parameter.TheCVwas defined as the
percentage ratio between standard deviation (SD) and mean
between the five repetitions of each subject.

Kinetic analysis was conducted in terms of forces and
moments acting on the ankle joint. Forces andmoments were
expressed in the LRS of the foot (FTF and FTM):

FTF = FTRHHD ⋅ HHDF,
FTM = FTRHHD ⋅ HHDM + FToHHD × FTF, (1)

where HHDF and HHDM are the outputs of the HHD, FTRHHD
is the rotational matrix between LRSHHD and LRSFT, and
FToHHD is the origin of LRSHHD expressed in LRSFT.

From FTF and FTM, we defined

(i) 𝐹𝑀, as the maximum value of FT𝐹𝑦, which represents
the measure of the strength;

(ii) 𝐹𝑇, as the transverse component of the force exerted
by the subject (it represents the intensity of lateral
forces that cannot be gathered by means of a single-
component load cell):

𝐹𝑇 = √FT𝐹𝑥2 + FT𝐹𝑧2; (2)

(iii) 𝑀𝑀, as the maximum value of FT𝑀𝑧, which repre-
sents the ankle dorsi/plantarflexion moment when
the strength measure is performed;

(iv) 𝑀𝑇, as the transverse component of the knee mo-
ment:

𝑀𝑇 = √FT𝑀𝑥2 + FT𝑀𝑦2. (3)
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All these parameters were averaged across the five repetitions
for each subject. As for the kinematic parameters, we com-
puted the Coefficient of Variation (CV) for all the kinetic
parameters, to assess the repeatability of the procedure.

In order to simulate the strength measurements that
are usually gathered in clinical routine by using a uniaxial
HHD, we simulated its output calculating the above-reported
parameters considering only the force measured on the 𝑧-
axis of the HHD and placing the other force components and
the moments equal to zero. The maximum value of force was
assumed as the nominal strengthmeasurement (𝐹) that is the
only one that can be measured in clinical routine (see (4)).
The respective nominal knee moment (�̂�) was estimated by
multiplying𝐹by the lever arm (𝑑) between the center ofHHD
and the ankle joint; 𝑑 was measured with a tape measure as
made in clinical routine (see (5))

𝐹 = max (HHD𝐹𝑧) , (4)

�̂� = 𝑑 ⋅ 𝐹. (5)

Thedifferences between the nominal𝐹 , �̂� and the respective
reference values obtained using the proposed validation
procedure (𝐹𝑀 and 𝑀𝑀) were quantified in terms of Root
Mean Square Error (RMSE):

RMSE𝐹 = √∑𝑁𝑖=1 (𝐹𝑖𝑀 − 𝐹𝑖)2𝑁 ⋅ 100
max𝑖 (𝐹𝑖) [%] ,

RMSE𝑀 = √∑𝑁𝑖=1 (𝑀𝑖𝑀 −𝑀𝑖)2𝑁 ⋅ 100
max𝑖 (�̂�𝑖) [%] .

(6)

RMSE𝐹 and RMSE𝑀 allowed the quantification of the accu-
racy of uniaxial HHD in the estimation of ankle strength and
moment measurements, respectively.

Finally, we calculated also the index 𝑄index to provide an
overall quantification of the quality of the strength measure-
ments [30]. Specifically, 𝑄index (see (7)) takes into account
both the angular displacement of HHD and the transverse
component of moment. The higher the value of 𝑄index is, the
higher the quality of strength measurement is. Its ideal value
is 100%

𝑄index

= 100(1 − √(𝛿𝐴190 )2 + (𝛿𝐴290 )2 + ( 𝑀𝑇𝑀𝑀)
2) . (7)

The identification of local reference systems (LRS) for body
segments and HHD and the estimation of kinematic and
kinetic parameters were implemented by means of Matlab
(MathWorks, USA).

2.7. Statistics. Repeatability of the measured parameters was
assessed by computing CVs while RMSE parameters allowed
quantifying the inaccuracy occurring when lateral compo-
nents of force and moment are neglected, that is, when a

commercial uniaxial HHD is used. All data were tested for
normality by means of the Shapiro-Wilk test. Since data
were proved to be normally distributed, the 𝑡-test was used
to assess differences between means. Tests were assumed
significant if 𝑝 was lower than 0.05. Moreover, in order
to analyze the influence of an unwanted displacement of
HHD on the accuracy of the HHD measurements and on
the quality of strength measurements, the Pearson product-
moment correlation coefficient 𝑟 was computed to study the
correlation between kinematic and kinetic parameters. A
strong correlation was assumed if |𝑟| was higher than 0.7.

3. Results and Discussion

Means and standard deviations of both kinematic and kinetic
parameters and𝑝 values are reported in Table 1.The observed
RoMs were not equal to 0∘, indicating that the ankle was
moving during the measurements. Therefore the operator
was not able to keep the HHD and the foot completely
still with an undesired motion of the foot during the trial.
This finding was in line with the results of Kim et al. [9]
that demonstrated a decreased measurement validity when
the dynamometer is not fixed but held in hand by the
operator.Moreover, the observed RoMwas slightly higher for
plantarflexion trials (𝑝 = 0.06), where a higher exerted force
was registered implying more difficulty in keeping the foot
still when a high level of force occurred.

Angular displacements 𝛿𝐴1 and 𝛿𝐴2 were higher in
plantarflexion trials than dorsiflexion ones (Table 1). This
could be due to the higher force exerted in plantarflexion
trials; in fact it reduced operator’s ability to keep the HHD in
place during the measurement. On the contrary, the operator
was able to maintain still the HHD during dorsiflexion trials
since angular displacements were low. Consequently, the
angular misplacements of HHD on sagittal and horizontal
planes are relevant sources of inaccuracy mainly in the
plantarflexion strength assessment. Comparing the kinetic
parameters between the two directions, the plantarflexion
trials showed higher differences between the actual and the
measurement forces andmoments than those in dorsiflexion.
The lateral components of force and moment 𝐹𝑇 and 𝑀𝑇
were both higher for plantarflexion than for dorsiflexion; it
could be due to a wrong angular positioning of the HHD
on both planes, as observed by means of the 𝛿𝐴1 and 𝛿𝐴2
coefficients that were higher in plantarflexion (Table 1). The
kinematic and kinetic analysis suggested a higher validity of
ankle dorsiflexion trials than the plantarflexion ones.

As regards the accuracy of ankle strength measurements,
we observed that 𝐹 and �̂� were higher than 𝐹𝑀 and 𝑀𝑀
for both directions, while the transversal components 𝐹𝑇 and𝑀𝑇 were not negligible. 𝐹 and �̂� represented the force and
moment commonly measured bymeans of clinical HHD and𝐹𝑀 and𝑀𝑀 were the actual values. In case of misplacement,
the force andmomentmeasured by a commercial HHDdiffer
significantly from the force and moment effectively exerted
by the joint. Our findings implied that wrong positioning
of HHD increased the lateral components of force reducing
the force on the main axis. As regards the analysis of RMSE,
we found very low value of RMSE𝐹 in dorsiflexion (<5%),
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Table 1: Mean (SD) values of parameters measured for the ankle plantarflexion and dorsiflexion.The 𝑝 values are reported in the last column.∗ indicates a significant difference (𝑝 < 0.05).
Plantarflexion Dorsiflexion 𝑝

RoM [∘] 26.7 (9.9) 21.1 (6.1) 0.06𝛿𝐴1 [∘] 29.5 (8.7) 5.1 (2.9) <0.01∗𝛿𝐴2 [∘] 12.9 (5.4) 5.1 (3.3) <0.01∗𝐹 [N] 244.3 (46.2) 191.8 (38.5) <0.01∗�̂� [Nm] 54.0 (15.7) 36.5 (10.1) <0.01∗𝐹𝑀 [N] 209.7 (39.4) 189.8 (39.2) 0.14𝐹𝑇 [N] 125.0 (31.2) 34.3 (13.9) <0.01∗𝑀𝑀 [Nm] 30.5 (4.8) 23.7 (4.9) <0.01∗𝑀𝑇 [Nm] 12.9 (4.4) 3.0 (1.3) <0.01∗
RMSE𝐹 [%] 13.3 (5.4) 1.6 (1.3) <0.01∗
RMSE𝑀 [%] 35.3 (11.1) 29.4 (11.8) 0.14
CVRoM [%] 17.6 (10.0) 21.1 (9.9) 0.31
CV𝛿𝐴1 [%] 16.2 (10.0) 50.8 (29.1) <0.01∗
CV𝛿𝐴2 [%] 26.1 (19.1) 49.1 (25.2) <0.01∗
CV𝐹 [%] 7.2 (5.1) 8.1 (4.4) 0.57
CV�̂� [%] 16.7 (12.1) 15.6 (7.1) 0.75𝑄index [%] 44.2 (11.0) 88.2 (5.0) <0.01∗

while it was higher for plantarflexion (<15%) confirming
both that the ankle strength assessments were more accurate
when low force values occurred and that the analysis of
plantar-flexor strengthmay bemore difficult to be performed
by clinicians. These findings were confirmed by the higher
lateral components of the force exerted by the ankle in the
plantarflexion movement.

As regards the repeatability of ankle strength measure-
ments, CVs were computed to quantify the variability within
the same subject. The highest values of CVs were observed
for CV𝛿𝐴1 and CV𝛿𝐴2 during dorsiflexion trials (∼50%). This
result proved a poor repeatability in terms of HHD position-
ing alsowhen the operatorwas able tomaintain still theHHD,
demonstrating that the strength measurements are likely
influenced by the strength of the examiner, in accordance
with the findings of other studies [17, 18]. Average values of
CV𝐹 were less than 10% and average values of CV�̂� were less
than 20% for both plantarflexion and dorsiflexion, indicating
a good intrasubject repeatability of the force measurement.
The repeatability of moments was lower than the force. This
finding is likely due to the wrong positioning of the HDD
since an increase of variability could be due to a wrong
estimation of the lever arm, that is, the distance between the
HHD position and the ankle center. No statistical differences
were observed between plantarflexion and dorsiflexion.

Finally, we computed a synthetic index,𝑄index, represent-
ing the overall quality of the measurement (Table 1). It was
conceived to account for both the angular misplacements of
the HHD and the undesired lateral components of moment.
Its average value resulted lower for plantarflexion than
dorsiflexion. It was in accordance with the other parameters
that identified the most relevant inaccuracies in the ankle

plantarflexion trials.This findingwas in agreementwith other
works that reported a poor repeatability and reliability of
ankle strength measurements, especially for plantarflexion
trials [17, 18]. From a comparison of the 𝑄index values with
the ones evaluated for the knee strength measurements
[30], it emerges that, among the strength measurements,
the plantarflexion analysis is the more complex one to be
performed and it implicates low values of accuracy in force
and moment measurements and a low ability of the operator
to maintain still the HHD. On the contrary, the quality of
ankle dorsiflexion strengthmeasurements is comparable with
the knee flexion and extension ones.

Correlation analyses between kinematic and kinetic
parameters were performed to analyze the influence of an
unwanted displacement of HHDon the accuracy of the HHD
measurements (Table 2). A strong correlation was found only
between the RoM and RMSE𝑀 indicating that the intensity
of the undesired movement of the foot had effect on the
measured moment. The accuracy of HHD in the moment
measurementswas not strongly related to awrong orientation
of the load cell but it depends mainly on the unwantedmove-
ment of the foot during the experimental trial.

In conclusion, ankle strength assessment by means of
a commercial uniaxial HHD can be considered consistent
for dorsiflexion trials, as 𝐹𝑇, 𝑀𝑇, and RMSE𝐹 measured in
this study were relatively low. Differences between 𝐹 and 𝐹𝑀
were low and the average quality index was relatively high.
Thus, the estimated inaccuracy could be considered accept-
able for the clinical use of uniaxial HHDs. However, it is
always recommended to pay attention to HHD positioning.
Conversely, plantarflexion trials involved higher exerted force
and implied a lower value of the quality index to which higher
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Table 2: Correlation coefficients (𝑟) between kinematic indices and kinetic indices for the ankle plantarflexion and dorsiflexion. ∗ indicates
a strong correlation (|𝑟| ≥ 0.7).

𝐹𝑇 𝑀𝑇 RMSE𝐹 RMSE𝑀

Ankle plantarflexion
RoM 0.1 0.3 0.0 −0.3𝛿𝐴1 −0.1 −0.5 0.3 −0.1𝛿𝐴2 0.3 0.3 0.1 0.0

Ankle dorsiflexion
RoM −0.2 −0.1 −0.3 0.7∗𝛿𝐴1 0.1 −0.4 0.3 0.0𝛿𝐴2 0.4 0.4 0.4 −0.3

RMSE values and higher intensity of lateral components of
force and moment corresponded. Inherent validity of HHD
measurements of plantarflexion strength is consequently low.

3.1. Study Limitations. The main limitations of the work are
that only one operator performed the experimental trials and
that we analyzed only adult healthy subjects. Since the aim of
the study was not the quantification of the ability of operators
in performing the ankle strengthmeasurements but it was the
analysis of the effects of unwanted HHD displacements on
strength measurements, we decided to use only one operator
in order to avoid possible confounding effects. Moreover we
decided to analyze only adult healthy subjects since they were
assumed as the worst-case scenario. In fact, in children and
adults with pathology related to the generation of muscle
force, the exerted forces are lower than the ones gener-
ated by healthy adults and, therefore, lower measurement
inaccuracies related to the displacements of HHD should
be observed. Further studies involving both the analysis
of interoperator reproducibility by comparing the analyzed
parameters gathered by operators with different level of
ability and the validation of HHD strength measurements in
pediatric and patient populations may be performed.

4. Conclusions

This work validated the use of a commercial HHD in both
dorsiflexion and plantarflexion ankle strength measurements
quantifying the effects of HHDmisplacements and unwanted
foot’s movements on the measurements performed by an
expert and trained clinician. The foot’s movements and
angular misplacements of HHD on sagittal and horizontal
planes were identified as relevant sources of inaccuracy
of the strength assessment. The dorsiflexion trials could
be considered more reliable than the plantarflexion ones,
which showed higher errors and lower values of the quality
index. In conclusion, commercial uniaxial HHDs are not
recommended for the assessment of ankle plantarflexion
strength but they should be used carefully in the estimation of
the ankle dorsiflexion strength. Clinical protocols should be
revised in order to ensure proper limb fixation and to reduce
both the effects of foot motion and the HHD positioning
errors on the strength measurements.
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